Olympus MicroFire™ 
2 Megapixel Color Digital Camera 


‘© Video-rate color imaging 
© FireWire™ for rapid data transfer 

‘© 12-bit image file depth 

‘© Fast live color binning OLYMPUS 
‘© Full sereen live viewing 

© Film-strip image buffer MicroFire 
‘© Advanced image processing tools 

© Easy to install and use! 


Satisfying Rigid Demands in Digital imaging 


The MicroFiro™. a 2 Megapixel FireWire ™ digital color camara, acquires images with 
supers color fidelity and detail. With its high senstviy, resolution, and dynamic range, 
Ihis versatile camara is ideal fora broad range of microscopy appicatons. The 
MicroFira™ offers several solutions for fuorascenes maging when image signals are 
weak. Users have the option to boost he image intensity and reduca the exposure time 
by using one ofthe binring options, increasing the gain or @ combination of bath! With 
al these outstanding features, the MicroFire™ offers the ullmale in technology for 
cient documentation. 


Complete with oasy- 
tonuse software 


‘The inutve sftware 
sports a newiy designed 
‘raphe user nierfacs 
‘nd provides easy one: 
tek scones to al of tre 
‘camera conto. 


“The image slorage buter 
facitates image viewing 
‘ter acquisition, The 
sollware includes 
‘sdvanced Image 
processing tls 
Ircluding image 
processing capabilites, 
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